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Abstract. The European Skynet Radiometers network (Eu-
roSkyRad or ESR) has been recently established as a re-
search network of European PREDE sun-sky radiometers.
Moreover, ESR is federated with SKYNET, an international
network of PREDE sun-sky radiometers mostly present in
East Asia. In contrast to SKYNET, the European network
also integrates users of the CIMEL CE318 sky–sun pho-
tometer. Keeping instrumental duality in mind, a set of open
source algorithms has been developed consisting of two
modules for (1) the retrieval of direct sun products (aerosol
optical depth, wavelength exponent and water vapor) from
the sun extinction measurements; and (2) the inversion of
the sky radiance to derive other aerosol optical properties
such as size distribution, single scattering albedo or refrac-
tive index. In this study we evaluate the ESR direct sun
products in comparison with the AERosol RObotic NET-
work (AERONET) products. Specifically, we have applied
the ESR algorithm to a CIMEL CE318 and PREDE POM si-
multaneously for a 4-yr database measured at the Burjassot
site (Valencia, Spain), and compared the resultant products
with the AERONET direct sun measurements obtained with
the same CIMEL CE318 sky–sun photometer. The compar-
ison shows that aerosol optical depth differences are mostly
within the nominal uncertainty of 0.003 for a standard cal-
ibration instrument, and fall within the nominal AERONET
uncertainty of 0.01–0.02 for a field instrument in the spectral
range 340 to 1020 nm. In the cases of the A˚ngstro¨m expo-
nent and the columnar water vapor, the differences are lower
than 0.02 and 0.15 cm, respectively. Therefore, we present an
open source code program that can be used with both CIMEL
and PREDE sky radiometers and whose results are equivalent
to AERONET and SKYNET retrievals.
1 Introduction
An accurate characterization of atmospheric aerosols is re-
quired to better quantify the Earth’s radiative balance and
hence address issues such as climate change. The aerosol ra-
diative forcing uncertainty is larger (−0.6± 0.4 W m−2 for
the direct effect) than the radiative forcing uncertainties due
to greenhouse gases such as CO2 (1.8± 0.2 W m−2) (IPCC,
2007). This uncertainty needs to be reduced to enable more
accurate predictions of future climate states.
To estimate aerosol parameters, the sun-sky radiometric
technique is the most accurate and widely used. This tech-
nique consists of measuring two main variables at ground
level: direct irradiance from the Sun, and diffuse radiance
scattered from the sky. From the direct solar irradiance, an es-
timate of the aerosol optical depth (AOD) can be determined;
this parameter can be considered the most simple parame-
ter describing the aerosol burden in the atmospheric column
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(Holben et al., 1998). Using a combination of the direct sun
and diffuse sky radiation, inversion algorithms can be applied
to obtain other aerosol properties, such as the aerosol single
scattering albedo, scattering phase function, refractive index
and size distribution.
For climate data records, the World Meteorological Orga-
nization (WMO) only recommends the use of sun-sky radio-
metric data from international networks with imposed stan-
dardization leading to data product traceability. Such net-
works must provide a traceable calibration procedure, re-
liable quality standards and homogeneity in the retrievals
within the network.
The best example of this is the NASA Aerosol Robotic
Network (AERONET) (Holben et al., 1998), currently be-
ing the most extended operative network in the world.
AERONET employs the CIMEL CE318 sky–sun photometer
as the standard instrument, although different CIMEL ver-
sions coexist. More than 450 CIMEL units take part in the
AERONET programme which adopts an original inversion
algorithm to analyse the radiation components.
Another important international network is SKYNET
(Takamura and Nakajima, 2004). SKYNET is a research net-
work mostly situated in Asia. Currently, it is composed of
nearly 70 sites in the world and it holds the POM sky ra-
diometer, manufactured by PREDE CO. Ltd. (Japan) as the
standard sky radiometer. SKYNET sites are considered basic
or super sites, depending on complementary instrumentation
present at the site. There are two models of PREDE sky ra-
diometer, POM-01 and POM-02. The POM-01 model uses
one Silicon photodiode sensor for wavelengths from 315 to
1020 nm. The model POM-02 adds a InGaAs detector for
extending the wavelength range at 1600 and 2200 nm wave-
lengths for cloud applications. The PREDE sky radiometer
data is processed using the Skyrad.pack (Nakajima et al.,
1996) code, currently at version 4.2 (Takamura and Naka-
jima, 2004) although version 5 will be used in the near future.
This code is open source code, and therefore it can be used by
the site managers in order to collaborate on the improvement
and validation of the procedures.
The European Skynet Radiometers network (EuroSkyRad
or ESR) (http://www.euroskyrad.net) has been recently es-
tablished as a research and development network of Euro-
pean users of PREDE and CIMEL CE318 sky–sun photome-
ters that focus their research on the atmospheric aerosols in
Europe and the Mediterranean area. Currently, 12 sites take
part in this network (Campanelli et al., 2012).
In contrast to both AERONET and SKYNET, the ESR
does not hold any specific instrument as standard, but de-
velops algorithms that can be applied to measurements from
both instruments. In fact, one of the objectives of ESR is to
perform synergistic studies with both networks and instru-
ments. Keeping this instrument duality in mind, a new open
source package (ESR.pack) has been developed. This pack-
age is greatly based on the Skyrad.pack algorithm used in
SKYNET, and has been modified, completed and adapted for
application to CIMEL CE318 sky–sun photometers.
The ESR.pack consists of two modules for (1) the retrieval
of direct sun products from the sun extinction measurements
(aerosol optical depth, A˚ngstro¨m exponent and columnar wa-
ter vapor); and (2) the inversion of the sky radiance to de-
rive other aerosol properties (phase function, single scatter-
ing albedo, complex refractive index and aerosol size distri-
bution). In this study, we describe and validate the first mod-
ule (called sunrad), intended for the estimation of aerosol
optical depth, A˚ngstro¨m wavelength exponent and columnar
water vapor.
Two different versions or modes have been implemented in
sunrad: mode 1 mostly employs routines and assumptions ex-
tracted from the Skyrad.pack source code (version 4.2). The
retrievals obtained with mode 1 are therefore equivalent to
SKYNET retrievals. In mode 2 we have implemented other
routines that are much closer to those of AERONET direct
sun algorithm (http://aeronet.gsfc.nasa.gov). The code we
have developed can be applied to both CIMEL and PREDE
instruments to retrieve aerosol properties equivalent to both
AERONET and SKYNET retrievals.
In this work we have addressed the validation of the two
modes of the sunrad module by (a) comparing the ESR (sun-
rad) and AERONET products using the same CIMEL CE318
sky–sun photometer database; (b) evaluating the differences
between CIMEL and PREDE radiometers products obtained
using the same ESR processing algorithm; and (c) compar-
ing the ESR-PREDE products (results from the ESR code ap-
plied to the PREDE data) against AERONET-CIMEL prod-
ucts (results from the AERONET code applied to the CIMEL
data).
2 Instrumentation, calibration and methodology
2.1 Instrumentation
The CE318 sky–sun photometer is an automatic ground
based radiometer measuring both direct solar irradiance and
diffuse sky radiance for almucantar and principal solar planes
with a 1.2◦ field of view limiting tube. The standard measur-
ing schedule for this instrument broadly consists of direct
sun measurements every 15 min, and sky diffuse almucan-
tar or principal plane scenarios every 30 min. The direct sun
measurements are performed three consecutive times, sepa-
rated by around 20 s. This triplet allows application of cloud
screening filters based on the variability of the three consec-
utive readings. Although the channel wavelength configura-
tion depends on the instrument version, filters at 440, 675,
870, 940 and 1020 nm wavelengths are always present.
A CIMEL CE318 sky–sun photometer (polar version)
was installed in January 2002 at the Burjassot campus of
the University of Valencia in Spain (39.51◦ N, 0.42◦ W,
∼30 m a.s.l.). During April 2007, the instrument started to
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operate within AERONET through the Red Ibe´rica de Me-
dida de Aerosoles (RIMA) (http://www.rima.uva.es). This
unit was serial number 422 and the filter wheel included
channels at 440, 670, 870, 940 and 1020 nm. In February
2009, the optical head was upgraded to a UV version (filters
at 340, 380, 440, 500, 675, 870, 940 and 1020 nm). From
then on, other RIMA-AERONET units (serial numbers 424
and 425) have substituted unit 422 in this site although the
nominal channels remained the same as unit 422. Therefore,
data from instruments 422, 424 and 425 have been used in
this study. The exact wavelengths are presented in Table 1
for the three units.
The PREDE POM-01 instrument is an automatic radiome-
ter measuring direct sun and diffuse sky radiance with a 0.5◦
field of view collimator tube at 7 channels: 315, 443, 500,
675, 870, 940 and 1020 nm. The PREDE POM design is
broadly similar to CIMEL CE318 sky–sun photometer, al-
though it performs direct sun readings every minute and solar
almucantar plane sky radiance every 10 or 20 min.
During January 2008, a PREDE POM-01L radiometer was
installed at the Burjassot site, allowing us to compare both
CIMEL and PREDE retrievals. For this study, we have only
used direct sun measurements. The central wavelengths of
the PREDE filters are shown in Table 1. It must be taken into
account that 340, 380 and 500 nm filters were not available
for 422 CIMEL before February 2009. Due to previous filter
degradation, the 940 nm filter was also changed at the same
time. The wavelength in the table corresponds to the later fil-
ter. Moreover, standard POM instruments are equipped with
a 400 nm filter, but the 440 nm filter was custom selected in-
stead for a better match with the co-located CIMEL CE318
sky–sun photometer.
2.2 Calibration
Generally, in the ESR the calibration of CIMEL and PREDE
CE318 sky-sun radiometers for the direct sun readings will
be obtained on site by the application of an improved in
situ Langley technique (SKYIL method) (Campanelli et al.,
2004a). Tests of the method on a PREDE instrument in Rome
showed a calibration accuracy of about 1.5–2.5 %, depend-
ing on the channel. Equivalent results were obtained for
a CIMEL CE318 sky–sun photometer from Burjassot site
(Campanelli et al., 2007). However, in order to exclude cali-
bration effects in the present study, the PREDE calibration
was in this occasion transferred from the CIMEL CE318
sky–sun photometers operating at the Burjassot site.
The CIMEL CE318 sky–sun photometers used in this
study were calibrated by RIMA-AERONET. Pre- and post-
calibrations were available for CIMEL units 422 and 424.
Only pre-calibration was available for unit 425. Pre- and
post-calibrations refer to calibrations performed before and
after a measurement series. These calibrations are performed
approximately on a yearly basis by a transfer from an
AERONET master instrument (Holben et al., 1998). The
Table 1. Relation of wavelengths corresponding to central maxi-
mum for the filters employed by the CIMEL (units 422, 424 and
425) and PREDE sky radiometers (unit 046).
Ch. λc,422 (nm) λc,424 (nm) λc,425 (nm) λp,046 (nm)
1 – – – 314.6
2 339.3 339.3 338.6 –
3 379.3 380.6 379.6 –
4 440.8 438.2 437.9 443.7
5 501.1 499.0 499.0 500.7
6 675.0 672.5 674.5 675.3
7 871.4 871.1 869.8 871.5
8 939.8 935.0 937.5 940.2
9 1019.2 1017.9 1019.5 1019.3
10 – – 1643.4 –
nominal calibration uncertainty for field instruments can be
estimated as 1–2 %, depending on the channel. The resultant
uncertainty of the aerosol optical depth for an AERONET
field instrument was estimated to be about 0.01–0.02 (Eck et
al., 1999) or about 10 % for a nominal aerosol optical depth
of 0.1.
The calibration transfer consists of performing simulta-
neous direct sun measurements with two co-located instru-
ments. In our case, the reference (or primary) instrument was
the CIMEL, whose calibration was provided by RIMA. On
selected days, the reference CIMEL is set to measure simul-
taneously with the PREDE (secondary instrument). These
calibration transfers were periodically (every 1–3 months)
performed after May 2009. Therefore, for the comparison
between PREDE and CIMEL, we have not used data before
this date. In order to reduce uncertainties introduced in the
process, only cloudless and stable days were selected by vi-
sual inspection of the sky and the instrument readings, and
the measurements were usually performed around solar noon
to minimize rapid changes in the air mass. A typical PREDE
transfer session consisted of the following: (a) a first leg of si-
multaneous one minute frequency measurements for approx-
imately 1 h; (b) cleaning of the optical head windows, check-
ing of the collimator, and adjustment of the solar pointing
system; (c) a second leg of measurements lasting approxi-
mately 1 h. In this way, a post- and pre-calibration can be
obtained from the first and second legs, respectively. These
were then linearly interpolated to find a daily calibration for
each day within the database.
If the instruments have a similar design and the differences
in the central wavelengths are very small, then, to a good
approximation, we can obtain the secondary calibration by
applying
F s0(λs)= F p0 (λp)
F s(λs)
F p(λp)
, (1)
where F and F0 are the signal measured at ground and the
extraterrestrial calibration, respectively. In this equation, the
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Table 2. Relation of algorithms implemented in the sunrad module in modes 1 and 2.
mode 1 mode 2
Solar coordinates Skyrad 4.2 Blanco-Muriel et al. (2001)
Refraction correction No Michalsky et al. (1988)
Sun–Earth distance Skyrad 4.2 Michalsky et al. (1988)
Optical mass Single, plane parallel Multiple; Kasten et al. (1989), Komhyr et al. (1989)
Rayleigh scattering Fro¨hlich and Shaw (1980); Young (1981) Bodhaine et al. (1999)
Ozone absorption Skyrad 4.2 Gueymard (2001)
Water vapor absorption No Gueymard (2001)
NO2 absorption No Gueymard (2001)
Filter convolution Gaussian function Filter transmittance input file
Cloud screening Smirnov et al. (2001) Smirnov et al. (2001)
Temperature correction Compensated (generic coefficients) Compensated (generic or measured coeff.)
A˚ngstro¨m exponents Ratio of wavelength pairs Linear regression
Columnar water vapor Bruegge et al. (1992); Halthore et al. (1997) Bruegge et al. (1992); Halthore et al. (1997)
Meteo file input Pressure and ozone Pressure, ozone, NO2, water vapor, and air temperature
subscripts refer to the primary (p) and secondary (s) instru-
ment channels. In Table 1 the different filters were com-
pared for all the instruments employed in this study. The
central wavelength differences between PREDE unit 046 and
CIMEL’s filters are lower than 1–2 nm. The exceptions are at
440 nm and 940 nm, with a difference of 5–6 nm in compar-
ison to units 424 and 425. In any case, these differences are
smaller than the bandwidths (nominally 10 nm at the visible
and near infrared range).
2.3 Implementation of the sunrad module
The ESR.pack is composed of two different modules: (a)
sunrad, for deriving aerosol optical depth, A˚ngstro¨m expo-
nent and columnar water vapor from the direct sun readings;
and (b) skyrad, a modified version of the Skyrad.pack (Naka-
jima et al., 1996; Kobayashi et al., 2010) version 4.2, to in-
vert the sky radiance measurements and obtain other aerosol
properties such as size distribution, phase function, single
scattering albedo and complex refractive index. In this sec-
tion we will present the new sunrad module and the algo-
rithms implemented within it. The software is programmed
in FORTRAN. Deliverable versions of sunrad and skyrad
programs will be eventually made public through the ESR
website (http://www.euroskyrad.net).
Mirroring the structure of the Skyrad.pack software, the
sunrad module has been implemented in two separate parts:
a formatting program (dsform) reads the sky radiometer data
files (from CIMEL or PREDE indistinguishably) and con-
verts them to a data file whose format is independent of the
instrument type; then, a processing program (dsproc) reads
the formatted data files and retrieves the AOD and other
columnar variables.
Both dsform and dsproc programs have been implemented
in two different versions or modes: mode 1 mostly includes
pre-existing subroutines from the Skyrad version 4.2, ex-
tracted from the SKYRAD source code for homogeneity with
SKYNET. In mode 2 we have implemented algorithms to de-
rive the solar coordinates, optical mass, absorption coeffi-
cients and gaseous optical depths, based on previous pub-
lished methods. These algorithms are similar to those imple-
mented in version 2 of the AERONET direct sun algorithm
(http://aeronet.gsfc.nasa.gov).
In Table 2 the differences between the mode 1 and 2 al-
gorithms are listed. Mode 1 uses a single optical mass calcu-
lated for a parallel atmosphere, uses previous algorithms for
the estimation of the Rayleigh scattering, and does not con-
sider the effect of water vapor and NO2 absorption. Mode 1
also includes the convolution of gaseous absorption spectra
by Gaussian transmission profiles calculated from the central
nominal or exact wavelengths, and associated FWHM given
in the configuration file. The A˚ngstro¨m exponent is com-
puted from the ratio of AOD at two different wavelengths for
UV, VIS and NIR ranges. Specifically, in this study we have
used the A˚ngstro¨m exponent computed with the wavelengths
440 nm and 870 nm.
The mode 2 algorithm dataset is based on the previous
work of Estelle´s et al. (2006, 2007) and includes the fol-
lowing subroutines: a more accurate solar position algorithm
(Blanco-Muriel et al., 2001) with the refraction correction of
the solar zenith angle and the Sun–Earth distance given by
(Michalsky et al., 1988); an optical mass based on Kasten
et al. (1989) that is different for ozone calculation (Komhyr
et al., 1989); and the computation of optical depths removing
the effects of water vapor and NO2. The A˚ngstro¨m exponents
are obtained by a linear fitting in the ranges UV, VIS and NIR
for a more robust estimation (Martı´nez-Lozano et al., 1998).
Specifically, in this study we have used the linear fitting in
the range 440 to 870 nm. Moreover, in this mode the real
transmission profiles of the filters can be used to convolute
the absorption coefficient spectra from all gases.
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For the retrieval of the columnar water vapor (CWV), the
Bruegge et al. (1992) methodology with the generic coeffi-
cients proposed by Halthore et al. (1997) has been imple-
mented. This methodology was actually employed in pre-
vious versions of AERONET direct sun algorithm version
1. Future developments of the ESR codes will include im-
proved methodologies to derive the precipitable water con-
tent in mode 2, consistent with the AERONET version 2
methodology (http://aeronet.gsfc.nasa.gov). For mode 1, the
method developed by Campanelli et al. (2010) will be used.
In order to quality assure the data and avoid cloud con-
tamination, the basic Smirnov et al. (2001) cloud screening
algorithm was also implemented in both modes. This is based
on a set of criteria controlling the temporal variability of
the AOD. This cloud screening method was designed for its
use on CIMEL data, making use of the standard direct sun
triplets used by this instrument. Therefore, its application to
the CIMEL is straightforward.
To apply the Smirnov et al. (2001) algorithm to PREDE,
sun measurements are performed once a minute. Triplets
similar to CIMEL can be built during the data formatting
stage in order to impose equivalent criteria. The CIMEL
triplets are sets of three sun measurements performed in ap-
proximately 1 min. Therefore, for the construction of PREDE
triplets we select three consecutive measurements and inter-
polate them to obtain three measurements separated by 30 s.
These are considered to be the PREDE triplets and equiva-
lent criteria on the short temporal variability of AOD can be
applied.
Another important issue when comparing CIMEL and
PREDE instruments is the temperature effect on the sili-
con photo-diode readings. The thermal coefficients depend
on wavelength and can be estimated by experiments with a
stabilized source lamp on a dark thermal chamber (Taviro,
2011). Our experiments for CIMEL unit 422 showed ther-
mal coefficients only slightly different to those published by
Holben et al. (1998).
Different methodologies to account for the temperature ef-
fect are used on both instruments. The CIMEL cannot control
the sensor temperature, but it is routinely measured and can
be corrected afterwards. In contrast, standard PREDE sky
radiometers do not measure the sensor temperature, but the
sensor is temperature stabilized. In the sunrad module, a sub-
routine for temperature correction is included. Generic ther-
mal coefficients can be used for the most sensitive channels
from CIMEL (1020 nm and 870 nm) (Holben et al., 1998),
but instrument specific coefficients can be used also, if avail-
able. Obviously, the correction is only applied when the sen-
sor temperature is provided. This was not the case for our
PREDE sky radiometer.
2.4 Comparison methodology
To perform the validation of the sunrad module (modes 1 and
2) with the AERONET direct sun algorithm version 2, the
CIMEL database obtained at Burjassot site (Valencia, Spain)
has been used. More specifically, the study is limited to a
subset spanning from April 2007 to June 2011 (for CIMEL)
and May 2009 to June 2011 (for PREDE).
The pre- and post-calibrations for the CIMEL’s were pro-
vided by RIMA/AERONET for units 422 (April 2007 to Oc-
tober 2009) and 424 (October 2009 to February 2011). Only
pre-calibration is available for unit 425. As for AERONET,
in the sunrad module the calibration for any given day
is obtained by linear interpolation between pre- and post-
calibration, and corrected by the Sun–Earth distance to get
the effective calibration factor.
Daily values of the ozone columnar burden have been
obtained from the OMI sensor and have been correspond-
ingly interpolated for any instantaneous measurement (http://
ozoneaq.gsfc.nasa.gov). NO2 and water vapor were not avail-
able at this site, so they have been selected from published
climatological values and standard atmospheres (Gueymard,
2001).
To estimate the gaseous absorption coefficients, we have
employed the filter transmission profiles provided by the
CIMEL and PREDE companies for our instruments (CIMEL
unit 422 and PREDE unit 046). RIMA also provided new fil-
ters for unit 422 and other network instruments (units 424
and 425). In mode 2, the real profiles were actually supplied
in an input file and the absorption coefficients convoluted
with them in the dsform program.
Level 2.0 products for unit 422 CIMEL were downloaded
from the AERONET website (except AOD at 340 nm, that
only attains level 1.5). Only level 1.5 products were available
for units 424 and 425. Although level 1.5 data would be not
appropriate for a climate data record, it is valid for compar-
ison purposes. The evolution of AERONET AOD at 440 nm
is shown in Fig. 1. The AOD seasonal evolution was in agree-
ment with a previous 4 yr climatology performed at this site
(Estelle´s et al., 2007), with higher AOD during the summer-
time, and low values during the wintertime. The mean AOD
at 440 nm during the data bench period was 0.18± 0.11, and
the values vary from a background value of 0.08 (25th per-
centile) to occasional episodes overpassing 0.38 (95th per-
centile).
To estimate the deviation between sunrad module products
and AERONET, different statistical indicators have been cal-
culated: root mean square deviation (rmsd), mean bias devi-
ation (mbd) and the standard deviation of differences (std).
Equations (2) to (4) show these estimators. Ninety-fifth per-
centile and the rmsd expressed as a percentage were also
computed. In the following expressions, τ0i and τi refer to
the AOD from the reference and secondary instruments, re-
spectively, and 1i represents the difference between two si-
multaneous τ0i and τi .
RMSD=
√√√√ 1
N
N∑
i=1
(τ0i − τi)2 =
√√√√ 1
N
N∑
i=1
12i (2)
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Fig. 1. Evolution of AERONET retrieved AOD at 440 nm in Bur-
jassot (Valencia, Spain) during the period 2007–2011.
MBD=1= 1
N
N∑
i=1
(τ0i − τi)= 1
N
N∑
i=1
1i (3)
STD=
√√√√ 1
N
N∑
i=1
(1i −1)2 (4)
Finally, the comparison between PREDE-ESR and the
CIMEL-ESR or CIMEL-AERONET products have also been
computed for all the coincident channels (including 440 nm
and 443 nm pair, despite its larger wavelength displace-
ment) using the same equations given above. Moreover, two
PREDE and CIMEL measurements are considered coinci-
dent when the time difference between their acquisitions is
less than 30 s, and the Chauvenet criterion has been applied
to avoid outliers in the samples by removing points with
a difference from the mean greater than 3 times the sam-
ple standard deviation. The Chauvenet filter is addressed at
avoiding particular situations such as temporal shadows or
obstructions of any of the instruments.
3 Results
3.1 Comparison of direct sun products from ESR and
AERONET for the CIMEL sun photometer
The performance of sunrad when applied to the same CIMEL
CE318 sky–sun photometer analysed by AERONET has
been assessed in this section. The same calibration factors
and dataset have been used, so the differences between both
products should be a minimum, related to the differences in-
troduced by the software and not by the measurements. In
Fig. 2, the differences (daily averaged) between ESR and
AERONET for AOD675, AOD1020, A˚ngstro¨m exponent
Fig. 2. Evolution of daily averaged differences between ESR-
CIMEL (mode 1) and AERONET products in Burjassot during
period 2007–2011: (a) AOD at 675 nm, (b) AOD at 1020 nm, (c)
A˚ngstro¨m exponent, and (d) columnar water content.
(AE) and CWV retrievals for mode 1 are shown. The statis-
tics are presented in Table 3 (top table). In general, the AOD
retrieved by sunrad (mode 1) is comparable with AERONET,
getting mbd values between −0.0030 and 0.0041 (0.012 in
the case of AOD340). The AOD differences are usually high-
est at 340 nm due to the higher signal to noise ratio in the UV
region and uncertainties related to the estimation of the ozone
optical depth. Moreover, the mbd signs show that the AOD
is slightly underestimated by the sunrad (mode 1) algorithm,
except for the 1020 channel.
The quadratic deviations (given by the rmsd) are higher,
ranging from 0.0084 to 0.013 (0.018 in the case of AOD340).
This increase in comparison to the mbd is related to a sea-
sonal variability. This effect is strongly apparent in the tem-
poral evolution of the differences, as shown in Fig. 2. These
rms deviations are still below the AERONET estimated un-
certainty for a field instrument (0.01–0.02 uncertainty de-
pending on channel, higher at shorter wavelengths). The 340
and 440 nm channels are the exception, with an 95th per-
centile occasionally reaching or even surpassing this nomi-
nal uncertainty. Represented as a percentage, the AOD devi-
ations vary between 5 to 11 %.
The former seasonal variations of the differences are pro-
duced by inaccuracies of the solar position and optical mass
routines implemented in the sunrad mode 1. The mode 1 air
mass is only valid when the Earth curvature is ignored and
if we assume that the atmosphere is non-refractive and ho-
mogeneous. Otherwise, the error is estimated 0.25 % at a so-
lar zenith angle of 60◦ (Iqbal , 1983). The Michalsky et al.
(1988) correction for refraction is not used in mode 1, and
would introduce less than 0.1 % for a zenith angle of 70◦.
For the solar position, mode 1 uses the algorithm borrowed
from the SKYRAD code. Unfortunately, information about
the errors introduced by this algorithm are not available.
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Table 3. Statistics summary (root mean square deviation – abso-
lute and expressed as percentage (%), mean bias deviation, stan-
dard deviation of differences, and 95th percentile) between direct
sun products obtained by ESR and AERONET from the CIMEL
sky radiometer for mode 1 (top) and mode 2 (bottom). The num-
ber of data samples (N ) is also indicated. NUV refers to the data
available for 340 and 380 channels.
mode 1 NUV=613 N = 933
rmsd (%) rmsd mbd std P95th
AOD340 11 0.0179 0.0116 0.0137 0.0297
AOD380 5.6 0.0126 0.0041 0.0120 0.0243
AOD440 5.2 0.0109 0.0031 0.0104 0.0211
AOD500 5.7 0.0097 0.0018 0.0095 0.0191
AOD670 7.6 0.0095 0.0037 0.0087 0.0178
AOD870 7.9 0.0084 0.0015 0.0082 0.0165
AOD1020 11 0.0097 −0.0030 0.0092 0.0187
AE 11 0.12 0.02 0.12 0.25
CWV (cm) 9.4 0.17 0.06 0.16 0.33
mode 2
rmsd (%) rmsd mbd std P95th
AOD340 2.0 0.0051 0.0007 0.0050 0.0101
AOD380 1.6 0.0036 −0.0021 0.0030 0.0063
AOD440 0.8 0.0016 0.0003 0.0016 0.0033
AOD500 1.0 0.0018 −0.0010 0.0015 0.0031
AOD670 1.3 0.0016 −0.0006 0.0015 0.0031
AOD870 0.5 0.0005 0.0005 0.0002 0.0007
AOD1020 2.2 0.0019 0.0002 0.0018 0.0037
AE 1.4 0.017 −0.007 0.015 0.032
CWV (cm) 7.6 0.147 −0.008 0.146 0.293
For AE and CWV in mode 1, the rmsd is 0.12 and 0.17 cm,
respectively. The CWV uncertainty is related to the prop-
agation of errors from AE, the simplistic air mass calcula-
tion, and the lack of water vapor corrections in AOD1020 for
mode 1.
Figure 3 represents a scatter plot of the AOD values ob-
tained by ESR and AERONET at the main CIMEL channels
(440 nm, 670 nm, 870 nm and 1020 nm). In the scatter plots,
the correspondent regression lines are also represented. The
correlation coefficient is high in all cases (R2 higher than
0.99) and the slope is very close to 1.
If switched to mode 2, the results improve at all channels,
especially for 340, 440 and 870 nm. Figure 4 shows the evo-
lution of the differences. The improvement can also be de-
tected in the 95th percentiles. The mbd is insignificant, rang-
ing from −0.0021 to +0.0007. In this case, the sunrad algo-
rithm under- or overestimates, depending on the channel. The
rms deviation ranges between only 0.0005–0.0018, with the
highest deviation in the UV channels (0.0051 for AOD340).
For the VIS-NIR region, channel 1020 nm has the largest de-
viation (0.0019). This relative deviation could be related to
uncorrected differences in the thermal constants or residual
effects of the water vapor correction. In contrast to mode 1,
the standard deviation of the differences (std) is also very
low (0.0002 to 0.0030, only 0.0050 in the case of AOD340),
Fig. 3. Scatter plot and correspondent linear fitting for the AOD ob-
tained by ESR and AERONET in mode 1 at (a) 440 nm, (b) 675 nm,
(c) 870 nm and (d) 1020 nm
Fig. 4. Evolution of daily averaged differences between ESR-
CIMEL (mode 2) and AERONET products in Burjassot during
period 2007–2011: (a) AOD at 675 nm, (b) AOD at 1020 nm, (c)
A˚ngstro¨m exponent, and (d) columnar water content.
showing that the mean deviations are representative of the
whole sample. In fact, the seasonal variability has completely
disappeared, as can be seen in Fig. 4. On a percentage scale,
the AOD deviation is found to be between 0.5 and 2.0 %.
Mode 2 optical mass expression is the same used by
AERONET (Kasten et al., 1989) and it has been corrected
by refraction (Michalsky et al., 1988). Therefore, the rela-
tive difference in mode 2 is now negligible. For the solar
coordinates, mode 2 uses the PSA algorithm developed by
Blanco-Muriel et al. (2001). In their article, Blanco-Muriel et
al. (2001) state that the PSA algorithm is better than Michal-
sky et al. (1988) algorithm, with a standard deviation of the
estimated error of 22 % and 14 % lower for the zenith and
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Fig. 5. Scatter plot and correspondent linear fitting for the AOD ob-
tained by ESR and AERONET in mode 2 at (a) 440 nm, (b) 675 nm,
(c) 870 nm and (d) 1020 nm
azimuth angles, respectively, when they are compared to the
Multiyear Interactive Almanac. This is a small improvement
over Michalsky et al. (1988) method, and therefore, we ex-
pected a minor difference between AERONET and ESR in
mode 2 but a larger difference when ESR was used in mode 1.
The results are also better than mode 1 for AE and CWV
parameters. For AE, the mbd and rms deviations are −0.007
and 0.017, respectively. The lower AOD and AE differences
led to a mbd and rmsd of −0.008 and 0.15 cm, respectively.
Residual differences could be still decreased by changing
the water vapor algorithm to the current version used in
AERONET, using also individual constants for each 940 nm
filter. In our case, only generic constants are assumed, based
on the values given by Halthore et al. (1997).
In Fig. 5, the AOD obtained by the sunrad program is com-
pared with the AOD obtained by AERONET for the main
CIMEL channels (440 nm, 675 nm, 870 nm and 1020 nm)
when mode 2 is used. The scattering around the fitted line
is reduced in comparison to Fig. 3. The correlation coeffi-
cients are higher than 0.999 in all cases. The intercepts are
even lower than the intercepts retrieved with mode 1, and the
slopes are also very close to 1.
3.2 Application of the ESR software to CIMEL and
PREDE instruments
In this section our objective is to show that the provided soft-
ware can be applied indistinguisably to both CIMEL and
PREDE CE318 sky-sun radiometers, and the resulting re-
trievals are comparable. In this way, we can assure that mea-
surements of AOD, AE and CWV performed by both in-
struments within the ESR network are homogeneous. Equiv-
alent calibrations are used in order to isolate the effect of
the instrumental differences. The effect of the calibration is
Table 4. Statistics summary (root mean square deviation – absolute
and expressed as percentage (%), mean bias deviation, standard de-
viation of differences, and 95th percentile) between the CIMEL and
the PREDE when the same ESR software is used in mode 1 (top)
and mode 2 (bottom). The number of data samples (N ) is also indi-
cated.
mode 1 N = 550
rmsd (%) rmsd mbd std P95th
AOD440 2.0 0.0038 −0.0023 0.0030 0.0064
AOD500 1.5 0.0025 0.0001 0.0025 0.0050
AOD670 2.1 0.0022 −0.0001 0.0022 0.0045
AOD870 3.0 0.0026 0.0003 0.0026 0.0052
AOD1020 5.3 0.0042 −0.0013 0.0040 0.0080
AE 6.8 0.0772 −0.0495 0.0592 0.1284
CWV (cm) 2.7 0.0520 0.0288 0.0433 0.0913
mode 2
rmsd (%) rmsd mbd std P95th
AOD440 1.8 0.0034 −0.0013 0.0032 0.0065
AOD500 3.6 0.0057 0.0044 0.0037 0.0085
AOD670 2.1 0.0023 0.0002 0.0023 0.0046
AOD870 3.0 0.0026 0.0004 0.0026 0.0051
AOD1020 5.7 0.0041 −0.0006 0.0041 0.0082
AE 4.5 0.0537 −0.0091 0.0530 0.1063
CWV (cm) 2.8 0.0528 0.0279 0.0449 0.0940
currently under study; it is our aim to develop a calibration
methodology that brings minimum differences between both
instruments, and between our network and other networks
such as SKYNET and AERONET.
Table 4 shows a statistical comparison between CIMEL
and PREDE measurements, obtained with the same sun-
rad code and identical input parameters (ozone, atmospheric
pressure), for modes 1 and 2. No results are available for
340 and 380 nm channels because of different filter config-
urations between the instruments (Table 1). The database for
this comparison is limited to PREDE and CIMEL matching
years of 2009–2011.
The results presented in Table 4 show that equivalent
AOD, AE and CWV retrievals are obtained with CIMEL and
PREDE sky radiometers for both modes 1 and 2. For AOD,
the mbd ranges between −0.0023 to +0.0044 in both modes,
and the rmsd varies between 0.0022 and 0.0057.
Maximum deviations are obtained for channels 1020 nm
(probably due to residual temperature effects) and 500 nm.
The difference in 500 nm channel is a maximum when us-
ing mode 2, which is due to the exact filter transmission
profiles that are used, in turn, to obtain the effective absorp-
tion coefficients of gases. It must be noted that the AOD is
very sensitive to the effective absorption coefficients in some
channels, dependent on the exact filter transmission shape
(Kocifaj and Gueymard, 2011). Therefore, the methodology
to obtain these coefficients has an impact on the final AOD
obtained. In any case, the differences are always within the
estimated uncertainties.
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The differences between both instruments are almost iden-
tical for both modes, and are slightly higher than the differ-
ences found in the previous section due to the increase of
uncertainty on the calibration transfer to the PREDE, and the
differences on the exact filter transmission profiles.
For AE and CWV, the differences are also very low and
independent of the mode, with an average rmsd of 0.006 and
0.05 cm, respectively. In the case of CWV, the deviation is
lower than the deviation obtained in the previous section. The
0.05 cm value would be a measure of the ability of the sun-
rad code to obtain water vapor columnar amounts from the
PREDE instrument in comparison to CIMEL. This is a very
useful result, as the PREDE sky radiometers are not currently
used for the measurement of this important atmospheric vari-
able.
New algorithms for the retrieval of CWV have been pro-
posed during the past few years (Mavromatakis et al., 2007;
Campanelli et al., 2010). The Mavromatakis et al. (2007)
method proposes an improvement to the Bruegge et al.
(1992) method for CIMEL instruments, and is expected to
be implemented on the sunrad code for mode 2. The Cam-
panelli et al. (2010) algorithm was proposed for its use on
the SKYNET PREDE sky radiometers and currently is un-
dergoing validation. This methodology will be implemented
for mode 1, allowing for an accurate comparison between re-
trieval algorithms and instruments.
3.3 Comparison of direct sun products from the
PREDE (obtained by ESR) and the CIMEL
(obtained by AERONET)
Table 5 shows a statistical comparison between ESR-PREDE
and AERONET-CIMEL retrieved parameters. The statistics
have been estimated over 550 days distributed over 3 yr for
the period 2009–2011. No 340 and 380 nm channels are
available for the comparison due to differences in the PREDE
and CIMEL filter configuration.
Overall, Table 5 shows an acceptable agreement for
mode 1 and a quite good agreement for mode 2. The mbd for
mode 1 spans from −0.0004 to +0.0057, although the corre-
sponding rms deviation is between 0.0085 and 0.0117. The
highest deviation corresponds to the 1020 nm filter. With a
rms deviation of 0.15 and 0.20 cm, AE and CWV deviations
are comparable to previous Sect. 3.1.
Furthermore, mode 2 has a much lower deviation than
mode 1 in comparison to AERONET. When mode 2 is se-
lected, the rms deviation is kept low for AOD (0.0027–
0.0054 for all channels) and AE (0.057). Even the 95th per-
centiles are maintained below this nominal uncertainty. On
the contrary, the columnar water vapor reaches the limit of
its estimated uncertainty (0.20 cm).
Table 5. Statistics summary (root mean square deviation – absolute
and expressed as percentage (%), mean bias deviation, standard de-
viation of differences, and 95th percentile) between PREDE direct
sun products obtained by ESR and the CIMEL direct sun producs
obtained by AERONET for mode 1 (top) and mode 2 (bottom). The
number of data samples (N ) is also indicated.
mode 1 N = 550
rmsd (%) rmsd mbd std P95th
AOD440 5.5 0.0103 −0.0006 0.0103 0.0205
AOD500 5.8 0.0094 0.0005 0.0094 0.0188
AOD670 8.0 0.0089 0.0014 0.0088 0.0176
AOD870 9.3 0.0085 0.0004 0.0085 0.0171
AOD1020 14 0.0117 −0.0057 0.0102 0.0212
AE 12 0.1496 0.0016 0.1496 0.2992
CWV (cm) 10 0.2009 0.1068 0.1701 0.3567
mode 2
rmsd (%) rmsd mbd std P95th
AOD440 2.11 0.0039 −0.0007 0.0038 0.0077
AOD500 3.43 0.0054 0.0035 0.0042 0.0090
AOD670 2.46 0.0027 −0.0011 0.0024 0.0050
AOD870 3.18 0.0027 0.0010 0.0026 0.0052
AOD1020 5.70 0.0042 −0.0005 0.0042 0.0083
AE 4.85 0.0570 −0.0153 0.0549 0.1110
CWV (cm) 10.01 0.1953 0.0849 0.1759 0.3619
4 Discussion
Only a few published CIMEL-PREDE studies are available
for comparison with our results and all of them were per-
formed by the application of different code to each instru-
ment, usually for very short periods and with different ways
of reporting the quantitative deviations.
Sano et al. (2003) reported a single day of intercompar-
ison of CIMEL-AERONET and PREDE-SKYNET aerosol
optical depths, with a deviation between both datasets of less
than 0.008 at 670 nm. Despite only a single day being pre-
sented, this value is very similar to ours for this channel
when using mode 1 (rmsd of 0.0089) but higher than ESR
on mode 2 (rmsd of 0.0027). No quantitative comparisons
were provided for the other channels.
Campanelli et al. (2004b) performed a more detailed inter-
comparison between a CIMEL-AERONET and a co-located
PREDE dataset using the Skyrad 4.2 inversion algorithm
(mostly equivalent to ESR at mode 1) for a two-week pe-
riod in Rome, Italy. The deviations expressed as percentage
were 10–12 %, for a mean AOD at 500 nm of about 0.12. The
equivalent percentage rms deviation obtained by this work
for the two-year CIMEL-AERONET and PREDE-ESR com-
parison has been 5.5–14 % in the equivalent mode 1. Mode 2
improved the difference to 2.1–5.7 %.
Evgenieva et al. (2008) presented an intercomparison ex-
ercise between a CIMEL-AERONET and PREDE-SKYNET
at Belsk (Poland) over a period of two days. The lowest de-
viation was found at 675 nm channel, with an AOD relative
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difference of about 8 %. The corresponding deviation was
found by us to be 8.0 % in mode 1.
In a more extensive study, Che et al. (2008) stated the need
to perform more extended intercomparisons between these
instruments in order to better address the differences be-
tween networks in Asia. This study was conducted in Beijing
(China). For the direct sun readings, a total of 3169 instanta-
neous measurements retrieved during 220 days were used. In
this case the deviation was reported as the relative difference
of the mean aerosol optical depth for both databases, result-
ing in 0.91 % at 440 nm, 1.03 % at 670 nm, 1.27 % at 870 nm
and 0.82 % at 1020 nm.
Che et al. (2008) values are significantly lower than ours,
whether we use mode 1 (5–14 %) or mode 2 (2–6 %).
However, Beijing is characterized by frequent strong haze
and dust dominated situations, with very high and extreme
aerosol burdens (AOD at 440 nm frequently reaches extreme
values such as 3.0). Therefore, the relative differences must
be significantly reduced in comparison with our case, with a
mean AOD at 440 nm of about 0.18± 0.11 and a percentile
95th of 0.38 (one order of magnitude lower than Beijing
events). Unfortunately, the rmsd in absolute values were not
reported in their work, and cannot be compared in our study.
In general, the mode 1 (SKYNET equivalent) PREDE-
ESR against CIMEL-AERONET intercomparisons are
equivalent to previously published values; we have consid-
erably improved on the temporal and spectral representativ-
ity. Mode 2 has further improved on the mode 1 comparison,
leading to measurements much closer to AERONET values.
5 Conclusions
In order to produce a valid climate data record, it is critical
to use standardized and traceable data sources. AERONET is
an operational international network devoted to the measure-
ment of accurate aerosol properties, with a strong emphasis
put on the traceability and homogeneity of the data.
Other international research networks have developed sim-
ilar algorithms using open source code, such as SKYNET.
However, SKYNET algorithms are adapted to a different ra-
diometer, and therefore cannot be directly used with CIMEL
instruments. To retrieve comparable aerosol properties, it is
mandatory to use equivalent procedures for both instruments.
To overcome this difficulty, the European Skynet Ra-
diometers network (ESR) has implemented a new algo-
rithm package (called ESR.pack) that can be used in both
AERONET and SKYNET standard instruments. In order to
provide direct sun products equivalent to AERONET and
SKYNET measurements, two versions or modes have been
implemented, and their results have been compared with
AERONET.
Eventually, the ESR package will be applied to all the
PREDE POM and CIMEL CE318 sky–sun photometers from
the ESR network. The objective of the network is to serve as
a research platform where new techniques can be developed
and validated, providing independent sites the benefit of a
higher degree of homogeneity within the ESR network and
comparable to other networks.
In this study, we have assessed the performance of the sun-
rad module in comparison to AERONET products. A four-
year database (2007–2011) of CIMEL measurements per-
formed at the Burjassot site in Valencia (Spain) has been used
for this purpose. The assessment performed with the CIMEL
data shows that both sunrad modes can correctly reproduce
the AERONET measurements well within the related uncer-
tainties (maximum rmsd of 0.013), although mode 2 offers
much lower differences than mode 1, as expected (maximum
rmsd of 0.0036). For water vapor, the rmsd was 0.17 cm and
0.15 cm for modes 1 and 2, respectively.
The performance of sunrad code to obtain comparable
products from both CIMEL CE318 and PREDE POM01 has
also been studied. The differences when using both modes
are also low, with a rmsd of 0.0022–0.0057, independent of
the mode.
Finally, PREDE-ESR and AERONET AOD differ by a
rmsd less than 0.012 and 0.0054 for modes 1 and 2, respec-
tively, these results being obviously dependent on the homo-
geneity of the calibrations used in the radiometers.
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